[Demonstration of tumour temperature variation during curietherapy for cancer of the uterine cervix (author's transl)].
We here describe a simple apparatus for measuring temperature, accurate to 3/100 of a degree, which makes it possible to follow variations in the temperature of an accessible internal organ, and we also describe its application to the observation of possible changes in the temperature of a tumour of the uterine cervix, during treatment by curietherapy.